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Abstract Experimental velocity measurements are
conducted in an AC electrokinetic DNA concentrator.
The DNA concentrator is based upon Wong et al.
(Transducers 2003, Boston, pp 20–23, 2003a; Anal
Chem 76(23):6908–6914, 2004)and consists of two con-
centric electrodes that generate AC electroosmotic flow
to stir the fluid, and dielectrophoretic and electropho-
retic force fields that trap DNA near the centre of the
inside electrode. A two-colour micro-PIV technique is
used to measure the fluid velocity without a priori
knowledge of the electric field in the device or the elec-
trical properties of the particles. The device is also sim-
ulated computationally. The results indicate that the
numerical simulations agree with experimental data in
predicting the velocity field structure, except that the
velocity scale is an order of magnitude higher for the
simulations. Simulation of the dielectrophoretic forces
allows the motion of the DNA within the device to be
studied. It is suggested that the simulations can be used
to study the phenomena occurring in the device, but that
experimental data is required to determine the practical
conditions under which these phenomena occur.

Keywords Micro-PIV Æ DNA concentration Æ AC
electroosmosis Æ Dielectrophoresis Æ AC electrokinetics

1 Introduction

Electrokinetic phenomena can be used both to drive
fluid flow and manipulate particles and molecules. AC
and DC electroosmosis, electrothermal effects and elec-
trowetting can be used to create flow, whilst electro-
phoresis and dielectrophoresis can be used to
manipulate particles and molecules (Wong et al. 2003a,
2004).

AC electroosmosis has emerged over the past several
years as a method for the driving of fluids in microfluidic
devices. The phenomenon occurs at frequencies below
the charge relaxation frequency of the electrolyte solu-
tion, and can drive fluids with voltages of 5 V or less,
compared to the hundreds to thousands of volts often
required in DC electroosmosis. In AC electrokinetics,
frequencies can be used that are sufficiently high to avoid
irreversible electrochemical reactions at the electrode
interface, which minimizes electrolysis. This allows the
electrodes to be positioned inside the microfluidic device,
and therefore, high electric fields can be generated with
relatively small voltages.

The motion of particles and fluids subjected to AC
electric fields is determined by a combination of AC
electrokinetic effects. Electroosmotic or electrothermal
forces can induce fluid motion. At low frequencies and
low potentials, the electroosmotic forces are dominant
(Ramos et al. 1999). A complete computation of an AC
electroosmotic flow would require coupled simulations
of the electric field, charge density, conductivity and
fluid velocity within the electrical double layer, as well as
computations of the electric field and fluid velocity in the
bulk of the device. An alternative is to use a linear
capacitance approximation for the double layer and a
fluid slip boundary condition based upon the potential
gradient across the electrode surface (González et al.
2000; Green et al. 2002). Particles are not affected by
conventional electrophoresis, since the net electric field is
zero, but they do experience dielectrophoretic forces.
Dielectrophoresis (DEP) arises from a difference in
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electrical permittivity between a particle and the sur-
rounding medium. Under positive DEP the particle is
more polarisable than the medium and the DEP force is
directed towards regions of high electrical field strength.
Conversely, if the particle is less polarisable than the
medium, negative DEP occurs and the force is directed
down the electric field gradient (Green and Morgan
1997). A review of AC electrokinetic forces and their
application to biotechnology can be found in Wong
et al. (2003b).

Dielectrophoresis has been demonstrated by concen-
trating and trapping particles (Cummings et al. 2002)
and electrothermal flows have been used to trap sub-
micrometre particles in vortices (Müller et al. 1996a).
Viruses have also been manipulated using electrokinetic
effects (Müller et al. 1996b; Green et al. 1997) and AC
electroosmotic stagnation points have been used to trap
bacteria (Wu et al. 2005).

DNA sample concentration has been carried out in
microdevices using a porous membrane structure
(Khandurina et al. 1999), microfluidic filtration (Przek-
was et al. 1999) and an affinity microchip (Ito et al.
2004). Dai et al. (2003) reported the concentration of
DNA samples based on a balance between electropho-
retic and DC electroosmotic velocities, while Han and
Craighead (2000) used entropic trapping in a micro-
channel containing a series of constrictions and wider
regions to separate DNA according to its length. The
dielectrophoretic trapping of DNA on strips of thin gold
films (Asbury and Van Den Engh 1998) and in small
quartz constrictions (Chou et al. 2002) has also been
demonstrated. Wong et al. (2003a, 2004) developed an
AC electroosmotic processor for biomolecules. This AC
electroosmotic flow pushes bioparticles towards the
centre of a circular electrode, where they are held down
by the dielectrophoretic force. The processor has been
successfully demonstrated by concentrating samples of
double and single stranded DNA molecules.

Lab-on-a-chip DNA sensing typically involves fluo-
rescent labelling of DNA molecules. Individual labelling
followed by intensity measurements can determine the
length of the molecules (Foquet et al. 2002), whilst
sequence specific labelling can be used to detect the
presence of a particular genetic sequence on a DNA
molecule stretched out in a microchannel (Tegenfeldt
et al. 2001). A comprehensive review of the use of micro
and nanofluidics in the analysis of DNA is provided by
Tegenfeldt et al. (2004).

Micron resolution particle image velocimetry
(micro-PIV) is a tool for measuring fluid velocities in
microscale geometries with a resolution of a few
microns (Santiago et al. 1998; Meinhart et al. 1999).
The technique involves obtaining a series of images of
a flow seeded with tracer particles. Cross correlation
allows the displacement of the particles between ima-
ges to be determined. In steady flows the averaging of
correlation functions from a series of images can sig-
nificantly improve the quality of the data obtained
(Meinhart et al. 2000a). Particle velocity measurements

have been made in AC electroosmotic flows for the
purpose of assessing computational techniques (Green
et al. 2000, 2002) and in real devices (Wong et al.
2003a, 2004). However, in these measurements no
correction is made for the fact that particles in an AC
field will experience DEP forces and hence will not
follow the fluid motion accurately. In DC electroos-
mosis the electrophoretic velocity of the particles can
be calculated and subtracted from the PIV measure-
ments to obtain the true fluid velocity (Devasenathi-
pathy et al. 2002). However, in AC fields the DEP
force depends on the Clausius–Mossotti factor of the
particle and the electric field can be more complicated.
A solution is to use two-colour micro-PIV (Meinhart
et al. 2003; Wang et al. 2005) to measure the fluid
velocity uniquely. The technique uses two different
sizes of particles coloured with different fluorescent
dyes. Since the hydrodynamic drag varies with diam-
eter and the DEP force with particle volume, the fluid
velocity can be estimated uniquely from knowledge of
the particle velocities and particle diameters, and
without any a priori knowledge of the electric field or
the electrical properties of the particles.

Wong et al. (2003a, 2004) developed an AC electro-
osmotic processor for biomolecules. The processor uses
AC electroosmotic flow to push particles towards the
centre of a circular electrode, where they are held down
by the dielectrophoretic force. When manipulating
short, single strands of DNA, the DEP force is insuffi-
cient to hold the molecules down over the electrode and
an electrophoretic force must be introduced. They
present the physical principles on which the bioproces-
sor is based, along with a numerical simulation and
experimental demonstration of its operation.

Here, we extend the work of Wong et al. (2003a,
2004) by examining in detail the fluid motion in the AC
electroosmotic bioprocessor. The device is studied using
the two-colour micro-PIV technique (Wang et al. 2005)
to measure accurately the fluid velocity field. The physics
of the flow are modelled using a thin double layer
approximation and slip boundary condition. A direct
comparison of the results allows the accuracy of the
simulation strategy and the errors associated with using
PIV measurements of only one particle size to be dis-
cussed.

2 AC electroosmosis and dielectrophoresis

AC electroosmosis is a flow phenomenon that occurs
below the charge relaxation frequency of a fluid (Ramos
et al. 1998). A charged double layer forms on the surface
of an electrode. This double layer interacts with the
small transverse component of the electric field to pro-
duce a fluid motion across the electrode surface. Because
the sign of the electric field and the charge density
change in phase with one another, the fluid motion is
always in the same direction (Figs. 1, 2).



At very low frequencies all of the potential is dropped
across the double layer and the transverse component of
the electric field is thus too small to generate flow. At
high frequencies, approaching the charge relaxation
frequency, the double layer has insufficient time to form
and thus there is no charged fluid to interact with the
electric field, also resulting in zero flow. AC electroos-
motic flow is observed between these two extremities
(Ramos et al. 1999). The governing equations of

electroosmotic flow and a possible simulation strategy is
proposed by González et al. (2000). When applied in
cylindrical polar coordinates to the rotationally sym-
metric geometry of the bioprocessor, this approach leads
to two equations for the electric field and charge density,
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r is the conductivity, l the ion mobility, D the diffusivity
and e the electrical permittivity of the fluid. The ap-
proach has assumed a symmetric electrolyte and con-
stant conductivity within the double layer. The
convective component in the ion fluxes is also assumed
to be small, and the electric field can thus be solved
independently of the flow field. González et al. (2000)
introduce the non-dimensional frequency, X ¼
xR

ffiffiffiffiffiffiffiffiffiffiffiffiffiffi
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k D; and an asymptotic matching bound-
ary condition,
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where Vj is the potential applied to electrode j. This
allows the potential field to be solved in the bulk fluid,
without the need to simulate the double layer. The fluid
flow is solved for the bulk only, using a slip boundary
condition at the electrode (Green et al. 2002)
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Here, K is a factor to account for the Stern layer and
is taken as 0.25 in the current work, following Green
et al. (2002). The electric potential drop across the
double layer is given by D~/ DL ¼ ~/� Vj:

The outer problem (i.e. outside the double layer) is
simulated using the finite element software Femlab V3.1
(Comsol, Stockholm, Sweden) by first solving Laplace’s
equation for electric potential,

r2/ ¼ 0 ð6Þ

and then solving the incompressible Stokes equations

Fig. 1 Interaction of the electric double layer and transverse
component of the electric field during AC electroosmotic flow. As
the sign of the field switches (a fi b), the sign of the double layer
charge also switches, resulting in a uniform flow direction

Fig. 2 Electrokinetic bioprocessor. The bulk fluid flow (light blue)
is driven by the movement of the double layer (dark blue) towards
the centre of the electrode. DNA molecules are carried to the centre
of the electrode by the fluid where they are trapped by the vertical
component of the DEP force (red arrow)



and mass continuity for fluid motion

rp þ lr2~u ¼ 0;

r �~u ¼ 0;
ð7Þ

where p is pressure, and l is dynamic viscosity.
Figure 3 shows the boundary conditions for the outer

problem of the DEP concentrator. The problem is axi-
symmetric around the r = 0 axis. The electrode is
300 lm in diameter and the working fluid is KCl solu-
tion, with a conductivity of r = 55 lS/cm. For the
electric field, the matching boundary condition, Eq. 4, is
applied to the electrode surfaces, electrical insulation is
applied to rest of the boundaries. For the Navier–Stokes
simulation, the slip boundary condition, Eq. 5, is ap-
plied to the electrode surfaces, and no slip to the
remaining surfaces. The computation was carried
assuming an applied electrode potential of 4 Vp-p and
frequencies ranging from f=100 Hz to 1.6 MHz. The
problem is solved using the Femlab V3.1 parametric
solver on a mesh of 6,500 elements, with a higher density
of elements near the tip of the electrode.

Figure 4 shows a computation of the potential field
and the velocity profile. The simulation was carried out
with an applied voltage of 4 V at a frequency of 100 Hz.
The maximum velocity is around 6 lm/s. At higher fre-
quencies the velocity magnitude peaks and the region of
high velocity is confined more closely to the electrode tip.

Particles in the bio-processor move under the influ-
ence of the fluid and the dielectrophoretic force exerted
on them by the electric field. DEP occurs when the
polarisability of a particle differs from that of the sur-
rounding fluid. If the particle is more polarisable it will
move to regions of high electric field and vice versa. The
former is known as positive DEP and the latter as neg-
ative DEP (Green and Morgan 1997). The time averaged
DEP force is

F DEP ¼ 2pa3e< K xð Þf gr E0j j2; ð8Þ

where a is the particle radius and < K xð Þf g the real part
of the Clausius–Mossotti factor,

K xð Þ ¼
~e p � ~e m

~e p þ 2~e m
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p denotes the particle and m denotes the medium. The
complex permittivity is defined as ~e � e� ir=x: For a
sphere, < K xð Þf g varies between �0.5 and 1 and
determines whether positive or negative DEP occurs
(Ramos et al. 1998). The switch between positive and
negative DEP with frequency has been demonstrated
experimentally (Green and Morgan 1997). In the bio-
processor, the fluid drags the particles to the centre of
the electrode, where they are then trapped by the posi-
tive DEP force. The simulation strategy of González
et al. (2000) is extended here to model the DEP forces
within the bioprocessor. This requires information on
the Clausius–Mossotti factor and shape of the DNA.
The conductivity of k-phage DNA in buffer is measured
by Tran et al. (2000) as 2.4 S/cm and the dielectric
constant is taken as 4.0 (van der Maarel 1999).
Crucially, these values lead to the real part of the
Clausius–Mossotti factor, the value needed in Eq. 8,
being within 0.01% of 1.0 for the whole range of fre-
quencies studied here and insensitive to small changes in
the individual values. This is entirely consistent with
experimental observations showing that DNA is ex-
pected to undergo positive DEP (Asbury and Van Den
Engh 1998; Zheng et al. 2004). The native state of k-
phage is loose spheres of approximately 2–4 lm in
diameter (Zheng et al. 2004), a value of 4 lm is used
here. By equating Eq. 8 and the drag force, F D ¼
6pga u� u DNA

� �
; the motion of the DNA can be

deduced. Figure 5 shows diagrams of the DNA motion
at three different frequencies. At low frequency the drag
force dominates and the DNA merely circulates within
the device. At high frequency the DEP force dominates
and the DNA will be attracted to the entire electrode. At
intermediate frequencies, the drag force will draw the
DNA into the centre of the electrode and the DEP force
will keep it there. This represents the optimum concen-

Fig. 3 Boundary conditions for the numerical computations of the
potential and velocity fields

Fig. 4 Computational results for lines of constant electric potential
and velocity vectors depicting the flow fields in the AC electroki-
netic concentrator. The simulation was carried out with an applied
voltage of 4 Vp-p at a frequency of 100 Hz. The maximum velocity
is around 6 lm/s. At higher frequencies the value of the maximum
velocity peaks (see Fig. 10) and the velocity decreases more rapidly
across the electrode



tration strategy and is the regime in which the device
should operate.

3 Experimental details

The microfluidic concentrator consists of an inner cir-
cular electrode with a second ring electrode around it,
based on the design of Wong et al. (2003a, 2004)
(Fig. 6). The centre electrode is 300 lm in diameter and
the gap between the electrodes is 250 lm. The outer
electrode is 25 lm wide and is open on one side to allow
electrical connections to be made to the centre electrode.
Figure 6 shows a picture of the finished wafer, and a
schematic of the electrode configuration.

The device was fabricated on a glass wafer. Elec-
trodes were formed from a 500 Å titanium layer and a
2,000 Å gold layer. A transparency mask of the

electrode pattern was printed and exposed onto a layer
of photoresist on the glass wafer. The photoresist was
then developed and etched away in the region where the
electrodes will be located. The wafer was then coated
with the titanium and gold and the remaining photore-
sist etched away. This process was used to deposit the
electrode pattern onto the glass wafer. A flow cell was
formed using microscope cover slips 170 lm thick as
spacers, with another microscope cover slip on top to
provide high quality optical access and to reduce evap-
oration.

The working fluid was an electrolyte solution of water
and KCl with an electrical conductivity of 55 lS/cm. A
voltage of 4 Vp-p and frequency f=10 Hz was applied to
the electrodes. For the k-phage DNA concentration
experiments a 3.3 ng/ll solution of k-phage DNA
(48.5 kbp, Invitrogen 25250-010) labelled with 1 lM
YOYO�1 fluorescent dye (Molecular Probes, Y3601)

Fig. 5 Computational
simulation of the DNA motion
within the bioprocessor at
800 Hz (a), 51 kHz (b) and
205 kHz (c). At low frequencies
the drag force dominates and
the DNA circulates, whilst at
high frequencies the DEP force
draws the DNA to all points on
the electrode. At intermediate
frequencies the drag force pulls
the DNA to the centre of the
electrode and the DEP force
holds it down. This is the
regime in which the device
should operate. Note that, for
clarity, the arrows indicate the
direction of the DNA motion
only

Fig. 6 Design of the DEP
concentrator. On the left is a
picture of a device with 16
electrodes of varying
geometries, the coin is a US
cent. The particular electrode
geometry used in this work is
shown in the diagram on the
right



was made using the same fluid. A voltage of 4 Vp-p and
frequency f=1 kHz, with no DC offset, was applied for
100 s. For the single stranded DNA concentration a
3.3 ng/ll solution of a fluorescein labelled 24 base pair
M13/pUC sequencing primer was prepared. Concen-
tration of the short DNA only occurred when a DC
offset of 0.5 V was superimposed upon the AC field.

In general, tracer particles in the device will move
under the influence of the fluid and the DEP force ex-
erted on them by the electric field. In order to obtain the
fluid velocity, these forces must be calculated. Calcula-
tion of the DEP force requires a numerical simulation of
the electric field in the device and knowledge of the
Clausius–Mossotti factor of the particles (see Eq. 8).

An alternative is to use the two-colour micro-PIV
method introduced by Wang et al. (2005) to measure the
fluid flow directly. The fluid is seeded with two sets of
particles with the same material properties, but different
diameters and dyes. In the current experiment, the flow-
tracing particles were 0.50 and 0.86 lm diameter poly-
styrene particles, emitting green and red light, respec-
tively (G500 and R900: Stokes’ shift 40 and 70 nm, Duke
Scientific, Palo Alto, CA USA). The particle concen-
tration was 0.005 wt% for both the 0.50 and 0.86 lm
diameter particles. Fluorescent filter cubes (exciters
E565LP and HQ450/50M, emitters D535/45M and
HQ525/50X Chroma Technology Corp, VT, USA, Di-
chroic cut-offs 565 and 508 nm, Edmund Optics, York,
UK) were selected so that only one colour (i.e. one size)
of particle was imaged at any one time, following Wang
et al. (2005). A sequence of particle images was recorded
of the 0.50 lm diameter particles moving in the fluid.
The filter was then switched, and a second set of images
was recorded of the 0.86 lm diameter particles.

Each sequence of particle-image fields was analyzed
separately in order to obtain the particle velocities. If the
velocity field of each particle is known, then the velocity
of the fluid, uf, can be estimated by (Wang et al. 2005)

u f ¼
d2
p2u p1 � d2

p1u p2

d2
p2 � d2

p1
; ð10Þ

where d are the physical particle diameters, and u are
the velocities of the particles. The subscripts p1 and p2
denote particles of size 1 and size 2, respectively.

Equation 10 is derived by balancing the hydrody-
namic drag and the DEP force of the particle, and
assuming that the Clausius–Mossotti factor is the same
for each size of particle (Wang et al. 2005). The trajec-
tories of the particles are three-dimensional. However,
providing that the particles do not become defocused
between the two PIV images, the radial component of
the velocity can still be measured with the two-dimen-
sional micro-PIV technique. Since the radial and axial
components of the DEP force are independent, the
combination of the velocity fields using Eq. 10 in
two-dimensions is also reasonable. The micro-PIV

measurement depth, over which particles can be de-
tected, for the lens used in this work is 27.4 lm (Mein-
hart et al. 2000b) and particles do not become defocused
between the two images. The measured PIV velocity will
be an average of the radial velocity component across
the measurement depth, weighted toward the focal plane
(Olsen and Adrian 2000). The error associated with
assigning this weighted average to the focal plane is
small compared to the experimental uncertainties (Bown
et al. 2005).

4 Results

Figure 7 shows the concentration of 48.5 kbp k-phage
DNA. A 4 Vp-p electric potential is applied at a fre-
quency of 1 kHz, with no DC bias. After 100s the DNA
can be clearly seen to have concentrated in the centre of
the electrode. The frequency of 1 kHz increases the ratio
of the DEP force to the fluid drag force on the DNA,
enhancing the trapping effect. The fluorescence intensity
has increased by a factor of 6.5 in the centre of the
device. This represents an average of the DNA concen-
tration across the depth of the flow cell and does not
reflect the fact that the DNA is also being concentrated
in the out-of-plane direction. Therefore, 6.5 is a lower
bound on the concentration factor, and the true value
will be significantly greater than this. Figure 8 shows a
similar concentration experiment using the fluorescein
labelled 24 base pair M13/pUC sequencing primer.
Because the molecule is much smaller than the k-phage
DNA, the dielectrophoretic force alone is not sufficient
to hold the single stranded DNA in place above the
electrode. Therefore, a DC offset of ±0.5 V is super-
imposed on the AC field. This allows the DNA to be
concentrated over first the inner and then the outer
electrode. The fluorescence intensity increases by a

Fig. 7 k-phage DNA (48.5 kbp, Invitrogen 25250-010) labelled
with 1 lM YOYO-1 fluorescent dye (Molecular Probes, Y3601)
being concentrated in the bio-processor. The applied voltage is 4 V
peak-to-peak at 1 kHz, with no DC offset. The fluorescence
intensity has increased by a factor of 6.5 in the centre of the
electrode. Since this represents a depth average, and the DNA is
principally close to the electrode, the actual concentration factor
will be significantly greater than this



factor of 8. As with the k-phage DNA, this represents a
depth average and thus the actual concentration factor
will be greater. It is also noticeable that the DNA con-
centrates over the entire electrode, not in the centre as
was the case for the k-phage DNA. This suggests that
the concentration effect is purely electrophoretic and
that the device is not operating in the manner intended
(see Fig. 2). Thus, if short DNA is to be concentrated,

the AC field with its corresponding flow patterns and
DEP forces becomes unnecessary, and a device specifi-
cally designed to carry out an electrophoretic concen-
tration is likely to be of greater use. The velocity
measurements will therefore concentrate on the case of
large DNA concentration, using the DEP force and no
DC offset.

Figure 9 shows the two particle velocity fields and the
resulting fluid velocity field in the DEP concentrator
operating at 4 V peak-to-peak with a frequency
f=10 Hz. The flow moves radially into the electrode
centre, as predicted from the numerical simulation re-
sults, shown in Fig. 4. Figure 8d shows the radial com-
ponents of velocity as a function of radial position. The
radial profiles are obtained by resampling the micro-PIV
data based on radial position from the square grid using
a Gaussian weighting function with an e�1 width of
21 lm. Even though the velocity–vector plots for both
size particles look similar, the particle velocity can be as
much as 10% lower than the fluid velocity (see Fig. 9d).
This underscores the importance of using two different
size particles (Wang et al. 2005).

Figure 10 compares the maximum radial fluid veloc-
ity as a function of frequency obtained from the exper-
imental data, with the same information obtained from
the numerical simulations. The shape of the two sets of
data is similar, but the magnitude of the maximum
velocity and the frequency at which it occurs are two

Fig. 8 24 base pair, single stranded, fluorescein labelled M13/pUC
sequencing primer concentrating over first the inner and then the
outer electrode when a DC offset of ±0.5 V is applied to the AC
voltage. The electrophoretic force due to the DC offset compli-
ments the dielectrophoretic force, which alone is too weak to hold
the small molecules in position. The fluorescence increases by a
factor of 8. Again, this is a depth average and the actual
concentration factor will be significantly greater

Fig. 9 Velocity vectors and
radial velocity profiles for the
two particle sizes (0.50 lm
green and 0.86 lm red) and the
fluid velocity field estimated
from the combination of the
two (blue), measured just above
the centre electrode. The shape
of the electrode is shown in grey
in a–c. The driving voltage is
4 V peak-to-peak with a
frequency f=10 Hz: a velocity–
vector field of the 0.50 lm
diameter green particles,
b velocity–vector field of the
0.86 lm diameter red particles,
c estimated fluid velocity–vector
field, d radial velocity profile of
the of the particles and fluid



orders of magnitude larger for the computational data.
The maximum velocity is umax=5 lm/s at a frequency of
f=10 Hz, and umax=500 lm/s at f=2,000 Hz, for the
experiments and numerical simulations, respectively.
The shapes of the velocity profiles obtained are similar
between the numerical simulations and experiments.

The results shown in Fig. 10 are similar in shape.
Therefore, the experimental and computational velocity
profiles were normalized by the maximum velocity. The
frequency was scaled to obtain comparable velocity
curves (data not shown). This allowed us to compare
directly frequencies that were effectively similar for the

computational and experimental results shown in
Fig. 10. We chose four representative frequencies from
the experimental data, f=5, 10, 50, 100 Hz. Four
representative frequencies from the numerical simula-
tions that compare to the experiments were found to be
f= 1.6, 3.2, 56.4, 12.8 kHz.

Figure 11 shows the normalized radial velocity pro-
files of the experimental micro-PIV data and the
numerical simulations, at the comparable frequency
pairs listed above. The shapes of the velocity profiles and
the variation of velocity with frequency are similar in
both the computational and experimental results. The

Fig. 10 Maximum radial velocity as a function of frequency in the
electrokinetic concentrator: a experimental micro-PIV results, b
numerical simulations. The maximum velocities and peak frequen-
cies from the numerical simulations results are two orders of

magnitude greater than those obtained by experiment. The
maximum velocity is umax=5 lm/s at a frequency of f=10 Hz,
and umax=500 lm/s at f=2,000 Hz, for the experiments and
numerical simulations, respectively

Fig. 11 Computational (line)
and experimental (Open circles)
velocity profiles at
approximately equivalent
frequencies as determined from
Fig. 10: a experiment f=5 Hz,
computation f=1.6 kHz,
b experiment f=10 Hz,
computation f=3.2 kHz,
c experiment f=50 Hz,
computation f=6.4 kHz,
d experiment f=100 Hz,
computation f=12.8 kHz



shape of the velocity profiles are also in agreement with
previous observations of particle motion across elec-
trodes (Green et al. 2000). However, the frequencies at
which flow occurs and the magnitude of the velocities
obtained are two orders of magnitude lower in the
experimental data than in the computations. A similar
frequency effect may be observed in previous work using
this method of simulation (Green et al. 2002).

5 Discussion

Figure 9 shows that the particle velocity can differ by as
much as 10% from the estimated fluid velocity near the
centre electrode, where DEP forces are significant. The
particles in this region typically move more slowly than
the fluid. This is because the electric field gradient (i.e.
DEP force) is strongest at the edge of the electrode. The
DEP force that attracts the particles to the centre elec-
trode also retards the particle velocity towards the centre
of the electrode. The 0.86 lm diameter particles are
larger than the 0.50 lm diameter particles, and thus
experience a greater DEP force relative to the Stokes
drag force. Hence, the velocity of the 0.86 lm diameter
particles is lower than that of the 0.50 lm diameter
particles. Subsequently, it is important to use the two
particle technique to determine velocity fields accurately
in many AC electrokinetic flows.

The error due to DEP forces can be reduced by using
smaller particles, say 200 nm diameter particles, such as
Wong et al. (2003a, 2004). However, smaller particles
can be undesirable for a number of reasons. Because of
their small size, smaller particles emit less light, and can
be more difficult to image, especially with low numerical
aperture lenses. In addition, the diffusion due to
Brownian motion scales as �1/dp. By using larger par-
ticles, the stochastic errors associated with Brownian
motion can be traded for deterministic errors due to
DEP forces. However, the DEP forces can be accounted
for by using the two-size micro-PIV technique.

The maximum radial velocity was measured to
approximately 5 lm/s for an applied voltage of 4 Vp-p, a
frequency of f=10 Hz, and for an electrical conductivity
of r=55 lS/cm. The magnitude of this velocity is in
reasonable agreement with the data reported by Wong
et al. (2003a, 2004). The characteristic velocities pre-
dicted by the numerical computations are approximately
500 lm/s, using the model introduced by González et al.
(2000). This is of two orders of magnitude different in
scale. In addition, the frequencies at which the peak
velocities occur are also several orders of magnitude
higher in the numerical computations than observed in
the experiments. This is consistent with previous obser-
vations (see Wong et al. 2003a, 2004).

Even though the velocity and frequency scales
between the experimental data and the numerical
computations are different, the relative shapes of the
radial velocity profiles are similar. Figure 11 compares

the radial velocity profiles of the experimental data to
the computational results, for approximately equiva-
lent frequencies obtained from Fig. 10. The shape of
the profiles look quite similar for the frequencies
examined. The velocity profiles peak at approximately
r�140 lm., and are skewed towards the electrode
centre.

The discrepancy between the theoretical predictions
of AC electroosmosis and the experimental micro-PIV
results, suggests the need for more accurate handling of
the electric double layer. The modelling of AC electro-
osmosis as a slip boundary condition based on the
tangential component of the potential gradient across
the electrode surface (see Eq. 5) is a valid approach, but
the method for determining the potential drop across
the electric double layer, DuDL, may not be accurate.
When introducing the linear approximation used in this
work, González et al. (2000) mention that it is only
valid for potential drops across the double layer smaller
than 25 mV but that insights into the phenomena
occurring can still be obtained with the linear model
outside of this regime. The non-dimensional results in
Green et al. (2002) show the same order of magnitude
discrepancy between the computational and experi-
mental results that is found in this work. The compu-
tational solutions here show that, in the regime in which
AC electroosmosis occurs, the potential drop across the
double layer is much greater than the 25 mV limit. It is
suggested that, whilst computational studies can model
the phenomena that are occurring in the device and be
used to optimise its performance, experimental data is
needed to determine the practical conditions under
which these phenomena occur. Thus Fig. 10 is impor-
tant, as it allows the parameters required to produce an
effect in the computational work to be related to the
conditions in the real device at which that effect may be
expected to occur. In Fig. 5, the optimum operating
conditions for the device were shown to be around
50 kHz in the computations. Using Fig. 10, this corre-
sponds to the frequency region around 1 kHz, which is
the frequency at which the k-phage DNA concentration
occurred.

The device has been demonstrated concentrating
both k-phage (48.5 kbp) and single stranded DNA
(Figs. 7, 8), although the latter is thought to be con-
centrated due to electrophoresis. The concentration
factor can be estimated from fluorescence intensity
measurements. However, this represents a depth
average and thus will not take into account any con-
centration effect in the out-of-plane dimension. For
example, if the depth of the device is 100 lm and the
DNA is concentrated into the 10 lm above the elec-
trode, the true concentration factor would be
approximately 10 times that estimated from the fluo-
rescence intensity measurements. The values obtained
do provide a lower bound on the concentration factor,
this is found to be 6.5 for the k-phage DNA and 8 for
the single stranded (24 bp) DNA.



6 Conclusions

An AC electrokinetic concentrator (introduced by Wong
et al. 2003a, 2004) has been studied using the two-colour
micro-PIV technique introduced by Wang et al. (2005).
The fluid velocity can be deduced from the velocity fields
of two different sized flow-tracing particles, without a
priori knowledge of the electric field or the electrical
properties of the particles. The results show that the
particle velocities differ by as much as 10% from the
fluid velocity, for 0.50 and 0.86 lm diameter polystyrene
particles. This underscores the importance of using two
different size particles for accurate velocity measure-
ments, where DEP forces are significant. The working
fluid was a r=55 lS/cm electrolyte solution. When an
AC voltage of 4 Vp-p at a frequency of f=10 Hz was
applied to the device, the characteristic AC electroos-
motic velocity was approximately 5 lm/s. The maxi-
mum velocity occurs near the electrode edges and
decreases towards zero at the electrode centre. The de-
vice has also been demonstrated concentrating k-phage
DNA molecules and 24 base pair, single stranded DNA.
Concentration factors of at least 6.5 and 8 are found for
the two cases respectively. Since these values result from
a depth-averaged fluorescence measurement, the true
concentration factors will be significantly greater.

The electric field and velocity field in the outer region
of the flow was simulated using the electric double layer
matching condition suggested by González et al (2000).
The computational results predict a characteristic
velocity of approximately 500 lm/s, for an applied
voltage of 4 Vp-p. This is of two orders of magnitude
higher than the experimental results. The relative shapes
of the velocity profiles are similar between the experi-
ments and computations, but with different velocity and
frequency scales. This suggests that modelling AC elec-
troosmosis as a slip boundary condition based on the
tangential component of the potential gradient across
the electrode surface is a valid approach. However, the
method for determining the potential drop across the
electric double layer, DuDL, may not be accurate for all
conditions. It appears that the computations can be used
to study, and perhaps optimise, the physical phenomena
occurring in the device, but that experimental data will
be required to determine the precise practical conditions
under which these phenomena occur.
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